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CERTIFICATE OF TESTING %~
CENTRE FOR WATER MANAGEMENT  “j,;, A
PERFORMANCE TESTING OF WATER METER

Fluid Control Research Institute ULR-TC740219600002166F
Kanjikode West, Palakkad, Kerala 678 623 ) Report No. : FCRI/CWM/2019/T/ 1663
Phone: (0491) 2566206,2566120 Fax:(0491) 2566326 Date of Testing 1 05.12.2019
Meter serial No. :19 065368 Ref. Standards :1SO 4064-1:1993
Make : Lehry Valves 1 1SO 4064-3:1999
Size :50mm Class B Medium of test : Cold water
Type : Woltmann type Ambient Temperature :28.5deg C
Client : Lehry Instrumentation and Valves Pvt. Ltd.,
No.78, Sembudoss St., Parrys, Chennai.
|.Pressure tightness test Result
1) Subjected to 1.6 Mpa for 15 minutes : PASSED
2) Subjected:to 2.0 Mpa for 01 minute : PASSED
ll. Pressure loss test
Sl Flow rate Pressure loss Permissible Pressure loss
No. m3/hr kPa kPa
1 11.25 1 . -
2 15 2 25 PASSED
3 30 6 100 PASSED

lli.Metering accuracy test

Method : Gravimetric

Sl Flow rate Ind. volume Actual vol. Deviation Permissible

No. m3/hr litres litres % Deviation
1 0.45 398 447 .86 -11.13 +/-5% FAILED
2 3.00 252 253.21 -0.48 +/-2% PASSED
3 5.00 488 489.71 -0.35 +/-2% PASSED
4 7.50 594 596.09 -0.35 +/-2% PASSED
5 11.25 576 581.97 -1.03 +/-2% PASSED
6 15.00 628 633.29 -0.84 +/-2% PASSED
7 30.00 1014 1029.51 -1.51 +/-2% PASSED

V. Meter seal INTACT
Remarks ®
NOTE

1. Test doesn't include Temperature Suitability test & Endurance test.
2. The Test Results are valid only at the time of Testing.
3. Results presented in this report relate only to the Item/s mentioned above.

Tested by Checked by Authorised Signatory

P. Gu yu;appan Gopan CK Dr. Jacob Chandapillai
Technician Gr II Senior Research Engineer DIRECTOR




